


Instruction For Use
NOTICE: 1. Open the Lens Removal Handpiece Aspirating Disposable Cannula and
Any serious incident that has occurred in relation to the CataPulse® System transfer to the surgical technician. The sterile clear terminal tray can be used
should be reported to MED-LOGICS and the competent authority of the to protect the handpieces cannula until the technician is ready to assemble it
Member State in which the user and/or patient is established. on the Lens Removal Handpiece.

2. Extract the cannula from the sterile clear terminal tray and attach it snugly to
the Lens Removal Handpiece luer tip (See diagram below).

Product Warranty and Limitations of Liability

MED-LOGICS warrants that CataPulse® Lens Removal Handpiece Disposable
Cannulas will conform to MED-LOGICS' then current version of the product
specifications for such disposable items in all material respects and shall

be free from defects in material and/or workmanship for a period equal

to the disposables expiration date. MED-LOGICS exclusive all other
warranties, whether expressed, implied or by operation of law, including
but not limited to any implied warranties of merchantability or fitness. 3. The fully assembled Lens Removal Handpiece and Aspirating Disposable Cannula
MED-LOGICS shall not be liable for any incidental, consequential or should look like the image below.

exemplary loss, damage or expenses, directly or indirectly resulting from
the use of the CataPulse® Lens Removal Handpiece Set or accessories
even if MED-LOGICS has been advised of the possibility of such loss,
damage, or expense.

4. Proceed according to the Lens Removal Handpiece Directions For Use (DFU)
or refer to the CataPulse® Operator’s Manual.
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or refer to the CataPulse® Operator’s Manual.

After Use

1. Take off the cannula from the handpiece and carefully place any and all sharp

items into the medical waste sharps bin.

WARNING: The CataPulse® Handpiece Set and accessories are sterile disposable
medical devices and labeled as “Single-Use”. The components have
been designed for one time use only. Do not try and clean, re-sterilize,
or reuse any components of the CataPulse® System that have been
labeled as “Single-Use”.

Storage Conditions

« The CataPulse® cannulas have no special storage conditions, but should be
stored under normal warehouse conditions, which includes protection from
moisture, extreme cold (less than 5°C), and excessive heat (greater than 40°C).
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